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Document Owner PROD-BGS

Title Screeningspanel 123 release

K1148

Sanquin Plesmanlaan 125 1066 CX Amsterdam NL

Screening panel 123
3 ± 1 % 3 X 10 mL
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Analysis Requirement Result

Antigen control Various antigens have been tested and found conform the 

enclosed antigram of the panel Conform requirements

Hematocrit 3±1% Conform requirements

AH the donor units used in the production of this reagent have been tested for the markers of specific disease transmitting agents in accordance 
with current EU guidelines to GMP and found to be non reactive.
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